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Abstract
Background: Subgroups A, B, E and J are the major subgroups of avian leukosis virus (ALV) infecting chickens. ALV
infection has become endemic in China and has a significant negative effect on the poultry industry. Consequently,
there is an urgent need for a specific, sensitive and rapid method for diagnosis and eradication of ALV. Therefore,
we developed a simple and rapid real-time loop-mediated isothermal amplification (LAMP) reaction for the timely
detection of the common ALV subgroups, whereby the amplification can be obtained in 35 min under isothermal
conditions at 63 °C, ability to specific, sensitive and rapid detect all the common ALV subgroups.
Methods: A set of four specific primers was designed to target the sequences of the pol gene of ALV, and
the loop-mediated isothermal amplification (LAMP) assay were developed and compared with PCR and virus
isolation methods.
Results: The results from specificity of the LAMP assay showed that only target ALVs DNA was amplified. The LAMP
assay demonstrated a sensitivity of 20 copies/reaction of ALV DNA, which was 10 times higher than the conventional
PCR measurement. To further evaluate the reliability of the method, the assay was evaluated with ALV DNA from a
panel of 81 clinical samples suspected of ALV infection. The results verify that the LAMP method was more sensitive
than the conventional PCR and virus isolation method.
Conclusion: In conclusion, the developed LAMP assay was a simple, inexpensive, sensitive method for the rapid
detection of the most common subgroups of ALV, and it provided a useful and practical tool in the eradication
program for ALV in the poultry industry.
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Background
Avian leukosis virus (ALV) is an economically important
poultry pathogen and its infection may result in low
productivity and tumor mortality in chickens. According
to the viral envelope glycoprotein antigenic structure,
host range and mutual interference between different
strains cultured in cells, ALV can be classified as ten
subgroups, A-J. Subgroups A-E and J exist in chickens.
ALV- A, B and J are the most common exogenous sub-
groups that cause chicken tumors, but subgroups C, D
appear to be rare [1]. Subgroup E is an endogenous
leukosis virus, which has low or no pathogenicity to
chickens directly, but studies have shown that chickens
infected with ALV-E remained viremic with exogenous
virus longer and developed neoplasm at a much higher
frequency than did the control chickens not infected
with ALV-E [2]. For best results, all the common ALV
subgroups needed to be eradicated from the chicken
breeder flocks. Currently, to determine these pathogens
in large quantities, a preliminary test is done to see
whether ALVs exist and then, if necessary, primers
specified for every subgroup are used to detect the
positive samples.
Since the Nationwide Eradication Program (NEP) for
ALV in chicken breeder farms had not been instituted in
China until 2008, ALV infection in chickens had caused
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serious problems. Over the past decade, many myeloid
tumor cases induced by ALV have been reported, espe-
cially involving ALV-J [3]. At first, it was only found in
white meat-type breeders. Later, it was discovered that
there were a growing number of AL cases in layers and
local meat-type chickens. Over the past major economic
losses were reported [4]. In recent years, the reports of
leukemia/ hemangioma in post-laying chickens have in-
creased significantly all over the country. Virus isolation
and identification showed that leukemia/ hemangioma is
mainly caused by ALV-J, but chickens are coinfected
with the ALV-A or/and ALV-B at the same time [5]. In
conclusion, ALV-A, ALV-B, and ALV-J were identified as
the most common ALVs pathogens in the poultry indus-
try and ALV-E co-infection was found to increase the
pathogenicity of exogenous infection. An eradication
program for ALVs has been developed and is being used
on quite a few chicken farms in China since the NEP
started in 2008. Unlike in the United States, where there
are relatively few major breeding companies, in China
there are more smaller poultry breeding companies and
many of these produce “yellow chickens” of local breeds.
These companies are in great need of an eradication
program for ALV, but, in fact, they lack the money, tech-
nology and professional staff to obtain one. It appears
that only a simple, rapid, and inexpensive detection
assay would be suitable for these companies.
Some methods, such as PCR assays, were developed
for the detection of ALV [6]. However, while these
methods for specific, sensitive, and rapid diagnosis ap-
pear to be promising, PCR requires skilled personnel
and specialized high-cost instruments to observe the test
results [7]. Virus isolation is the gold standard method
for the detection of ALV, but it is very difficult to see
this as practical in most of the smaller poultry breeding
companies because it would require skilled personnel
and specialized high-cost instruments. Also, it takes
about 7–9 days after CEFs or DF-1 cell cultures are
infected by the virus before they can be detected. In
addition the immunofluorescence assay (IFA) based on
the cell cultures takes further time. An enzyme-linked
immunosorbent assay (ELISA) kit targeting the viral
group-specific antigen (p27) was used in some large
poultry breeder farms of China by those wanting to
establish exogenous ALV-free breeder flocks when the
NEP started. But, this assay is expensive for smaller
companies and is time-consuming, especially if there is
no costly ELISA plate-washing machine. Also, it results
in a considerable proportion of false-positive results be-
cause some endogenous retroviruses like EAV-HP family
may express p27. Therefore, the ELISA assay is not prac-
tical in all cases [8]. As a result, there is high demand
for simple, simple and rapid molecular tests to supple-
ment existing methods.
Loop-mediated isothermal amplification (LAMP) was
developed by Notomi et al [9], based upon nucleic acid
specificity and rapid amplification and has developed
into a competitive molecular biology tool due to its spe-
cificity, simplicity, speed, and economical efficiency. The
LAMP reaction is carried out at a constant temperature
without the DNA template denaturation, annealing, and
extension PCR cycles in a specific instrument [10]. In
addition, the results can be easily identified through the
naked eye [11]. The LAMP assay has been widely ap-
plied in clinical diagnosis of epidemic viruses [12–14],
bacteria [15–17] and parasites [18], as well as in sex
determination of embryos [19] and other applications.
Although there was already a LAMP assay for rapid
detection of ALV-J reported [20], the NEP for ALV in
China needed to detect all the common subgroups of
exogenous ALVs including the most common subgroups
A, B, E and J and to eradicate them as possible in
the production of poultry. Compared with the existing
methods, the most efficient process may be a prelim-
inary test showing whether any ALVs exist, and then
if necessary, the use of primers specified for every
subtype to detect the positive samples further. Thus,
we have developed a LAMP assay for the simple,
sensitive, and rapid detection of all the common ALV
subgroups found in chickens, with the goal of helping
to improve the NEP. First, we designed four sets of
primers for common ALVs detection and optimized
the reaction conditions of LAMP. Secondly, the speci-
ficity and sensitivity of the LAMP assay were evalu-
ated. Finally, the reliability of the LAMP assay was
evaluated on the detection of 81 clinical samples and
compared to the conventional PCR method and virus
isolation method. To ensure the accuracy of the results
the assay was real-time monitored by the Loopamp real-
time turbidimeter (LA320-C, Eiken Chemical Co., Ltd.,
Tokyo, Japan) at 400 nm [21].
Results
Specificity of the LAMP assay
The specificity of the LAMP assay was determined with
the specific samples of ALV subgroups A, B, E and J,
Marek’s disease virus (MDV), reticuloendotheliosis virus
(REV) and avian infectious laryngotrachetis virus (ILTV).
All samples were purified and contained no other virus
DNA as confirmed by classiscal PCR methods. ALV
subgroups A, B, E , J samples gave a positive LAMP re-
action in about 25 min, while no rising curve of turbidity
was seen with the samples of MDV, REV or ILTV. The
data are shown in Fig. 1. Besides observations by real-
time turbidimetry, we also used visual inspection to de-
termine a positive reaction in a temperature-controlled
water bath. After addition of commercial calcein dye to
the terminated reaction at about 35 min when the
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LAMP reaction terminated according to the optimized
conditions by real-time turbidimetry, the results were
obtained with UV light trans-illumination. The results of
visual detection of the LAMP assay specificity showed
that ALV subgroups A, B, E , J samples yielded a positive
color change to a yellowish-green color, whereas the
samples of MDV, REV or ILTV seem clear under UV
light indicating a negative reaction (Fig. 2).
LAMP assay sensitivity
The recombinant plasmid was obtained by cloning a
226-bp fragment of ALV-J that was amplified with the
primers ALV-F3 and ALV-B3 into the pMD-18 T vector
(TaKaRa, Dalian, China). The concentration of the plas-
mid was judged by a UV spectrophotometer (Beckman
UV-800, Beckman Coulter, USA). According to Lamien’s
method [22] , the copy number was calculated as fol-
lows: number of copies = [amount (ng) × 6.022 × 1023]/
[length(plasmid + insert) × 1 × 109 × 650]. The plasmid
containing the ALV-J pol gene fragment was serially diluted
from 2 × 100 to 2 × 107 copies/μl. Then the sensitivity of the
LAMP assay was compared with the conventional PCR
method. The plasmids concentration was subjected to the
LAMP assay and routine PCR respectively. The results
showed that the detection limit of the LAMP assay moni-
tored by real-time turbidimetry was about 20 copies (Fig. 3).
The detection limit of the LAMP assay by direct visual de-
tection was also 20 copies (Fig. 4). Therefore, we concluded
that these two LAMP detection methods had the same sen-
sitivity. For comparison purposes, PCR using ALV-F3 and
ALV-B3 primers was also carried out. We observed that the
limit of the PCR was 200 copies (Fig. 5). Then we repeated
sensitivity test 2 times. There were no apparent differences
in the least detectable amount except slight differences
which could be neglected in the detection time. Conse-
quently, the sensitivity of this LAMP assay was at least 10
times higher than that of the routine PCR method.
Detection of ALV from clinical samples
A total of 81 tissue samples of suspected ALV infection
were treated, extracted of DNA and detected by the
LAMP method as described above. The positivity rate
was 77.8 % (63/81) (Table 1). The same samples were
subjected to conventional PCR and virus isolation, by
the p27 detection on the supernatants of the cell cul-
tures, and the positivity rates were 65.4 % (53/81) and
46.1 % (37/81), respectively (Table 1). Out of a total of
63 positive samples by the LAMP assay, 34 samples were
also shown to be positive by both PCR and virus isola-
tion. Another 29 samples were negative by either one or
both methods. We tested LAMP and ELISA against PCR
as the current reference method, and calculated their
sensitivity (SEN), specificity (SPC), positive predictive
value (PPV) and negative predictive value (NPV). Results
are listed in Table 2. The results suggested that the LAMP
assay was the most sensitive among the three methods
and was able to effectively avoided false negative.
Discussion
ALV infection cases have been reported extensively for
commercial layers and breeders over the past decade in
China [23–26]. ALV- A, B, E and J are the most
Fig. 1 Specificity of the LAMP measure for the detection of common
exogenous ALV. Specificities of the LAMP assay were monitored by
real-time measurement of turbidity (LA-320c. Positive reactions were
defined as those samples having a threshold value of greater than 0.2
within 60 min. Positive reactions were only observed in the ALV-A virus
(round), the ALV-B virus (square), the ALV-E virus(regular triangle) and
the ALV-J virus (inverted triangle)
Fig. 2 Visual detection of LAMP assay specificity. The tubes represent ALV strains and the negative controls used in the visual inspection of LAMP
assay specificity test. 1, ALV-A; 2, ALV-B; 3, ALV-E; 4, ALV-J; 5, MDV; 6, REV; 7, ILTV; 8, Negative control
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common pathogenic subgroups. An effective medication
or vaccine against these ALVs is not currently available.
As a result, the control or preventive procedures of ALV
infections mainly depends upon early detection and limi-
tation of the virus carriers to prevent the vertical and
horizontal transmission. Virus isolation is regarded as
the golden standard method for ALV diagnosis. How-
ever, it requires skilled personnel knowing complex
cell culture procedures and obtaining the results takes
more than 1 week [27]. It is too difficult to apply for
the numerous smaller or mid-sized poultry breeding
companies in China as opposed to the fewer, larger
firms in the USA and many European countries. The
p27 antigen ELISA assay is routinely used for the
ALV diagnosis, but it also is expensive and time-
consuming [28]. These are the reasons we have developed
a specific, sensitive, inexpensive and real-time monitored
LAMP assay for the detection of major ALV sub-
groups infected in chickens. This is the first report
on the LAMP method being used for the rapid detec-
tion of the common ALVs.
The LAMP assay for ALV diagnosis was able to
detect these ALV subgroups within about 30 min as
a result of evaluation and optimization. By evaluating
the sensitivity of the LAMP assay, we observed that
the LAMP assay was 10-fold more sensitive than the
conventional PCR assay. In addition, the LAMP re-
action was carried out in a constant temperature en-
vironment, and temperature cycling is not required.
So even using the temperature-controlled water bath
could provide a heat stabile condition, while the
higher precision of the PCR instruments is necessary
for the PCR. Furthermore, using real-time turbidimetry
provides a real-time display of the reaction condi-
tion, assuring less chance of contamination. More-
over, LAMP assay primers can specifically recognize
a target sequence by 4 or 6 of the 6 or 8 independent
target sequence regions, compared to PCR primers
that recognize target sequences by two independent
regions. Therefore, the LAMP assay is the most suit-
able technique for rapid detection of ALVs in clinical
samples, especially for preliminary testing to deter-
mine whether ALVs exist.
A total of 81 tissue samples were collected from chick-
ens suspected of ALV infection, which had died from
hemangioma or dramatically weight loss. These samples
were detected by the LAMP assay and by PCR and virus
isolation methods. The positive rates were 77.8 % (63/
81), 65.4 % (53/81), and 46.1 % (37/81) as determined
respectively by the LAMP assay, conventional PCR, and
virus isolation. Forty-four samples, previously described
as being ALV-negative by means of using virus isolation
were further analyzed by the LAMP assay and PCR. The
results showed that 26 and 19 ALV-positive samples
were detected, respectively. It is suggested that the
sensitivity of the LAMP assay was the highest among
the three methods. In fact, when the cells are cul-
tured to the second generation, four cases of the cell
culture supernatants, which judged negative by virus
isolation but judged positive by both LAMP and PCR,
showed positive results detected by ELISA again (data
not shown). This is a normal phenomenon in regular
virus isolate, because one limitation is that only
samples containing live virus can be detected and
sometimes samples containing just a minute amount
virus need continuously passaging to grow to enough
amount for detection. However, conventional PCR
Fig. 3 Sensitivity of the LAMP detections. Turbidity was monitored by
the Loopamp real-time turbidimeter at 400 nm. The detection limits
for normal exogenous ALV was 2 × 101 copies/μl of positive samples
Fig. 4 Visual detection of LAMP assay sensitivity. The tubes represent samples used in the visual inspection of LAMP assay sensitivity test. 1, 2 × 107
copies/μl; 2, 2 × 106 copies/μl; 3, 2 × 105 copies/μl; 4, 2 × 104 copies/μl; 5, 2 × 103 copies/μl; 6, 2 × 102 copies/μl; 7, 2 × 101 copies/μl; 8, 2 × 100 copies/μl
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and the LAMP assay can detect both live viruses and
replication-deficient viruses. Seven more samples were
positively detected by the LAMP assay than the con-
ventional PCR. It is suggested that the sensitivity of
the LAMP assay was better than that of the PCR
method in this application. In comparison to PCR as
the current reference method, the SEN was 100 %,
SPC was 73.7 %, PPV was 84.1 % and NPV was
100 % for the LAMP assay. For the ELISA assay, the
SEN was only 76.8 %, NPV was 63.6 %. This indi-
cated that false negative judgments cannot be avoided
when using the ELISA assay but the LAMP assay can
detect ALV at high sensitivity. In a sense, none of the
assays is entirely acuracte. The eradication program
for AL however needs assays with a higher sensitivity.
The LAMP assay presented here meets this require-
ment and could help to avoid the spread of ALV
caused by false-negative judgments.
A possible disadvantage of the LAMP assay is that
it can be contaminated [29]. The LAMP reaction
generates large amounts of pyrophosphate ion, and a
white precipitate of magnesium pyrophosphate in the
reaction mixture can be observed by the presence of
turbidity monitored by real-time turbidimetry at 400 nm.
Using real-time turbidimetry, the probability of false
positives decreased compared with conventional vis-
ual inspection during the LAMP assay. On the one
hand, our real-time turbidimetry assay could prevent
the volatilization of the LAMP reaction solution be-
cause of heating. On the other hand, it can also avoid
aerosol contamination due to not having to open the
tube after the reaction.
The LAMP reaction generates large amounts of pyro-
phosphate ion, and a white precipitate of magnesium
pyrophosphate in the reaction mixture can be monitored
by real-time turbidimetry. When the turbidity of the
sample exceeds the threshold it will judged as positive
by real-time turbidimetry. Specificity and sensitivity re-
sults by visual inspection equaled the turbidity measure-
ments, but we still recommend strongly using real-time
turbidimetry to avoid aerosol contamination through
opening of the tubes to add the dye.
The described method requires keeping the reagents
strictly separated between the preparation room and the
test room. Also, it is helpful not to open the lid as far as
possible when the temperature-controlled water bath is
used. In addition, a calcein dye or other dye like SYBR
green dye was added after the reaction terminated (the
reaction will be interfered with if the dye is added before
the reaction starts) to better observe the results. This
approach works well to avoid contamination. We also
recommend precautions, such as a very clean environ-
ment for the preparation of the reaction mixture, and
careful manipulation to avoid cross-contamination.
Conclusions
In conclusion, we describe a LAMP assay for the detec-
tion of the common ALVs in chickens which is simple,
rapid, sensitive, specific and inexpensive.
Table 1 Analysis of clinical samples
Location of
the samples
Viral isolation (p27 detection) PCR LAMP
Positive samples/total
samples
Positive rate Positive samples/total
samples
Positive rate Positive samples/total
samples
Positive rate
Nanning 14/20 70.0 % 11/20 55.0 % 15/20 75.0 %
Yulin 19/33 57.6 % 29/33 87.9 % 30/33 90.9 %
Qinzhou 1/7 14.3 % 2/7 28.6 % 4/7 57.1 %
Baise 1/9 11.1 % 3/9 33.3 % 5/9 55.6 %
Liuzhou 2/12 16.7 % 8/12 66.7 % 9/12 75.0 %
Total 37/81 46.1 % 53/81 65.4 % 63/81 77.8 %
Fig. 5 The PCR productions. The PCR products revealing a 226-bp
specific amplicon for ALV were analyzed by 1.5 % agarose gel
electrophoresis and stained with ethidium bromide. Lane M, DNA marker
DL-2000 (CWBIO, Beijing); 1, 2 × 107 copies/μl; 2, 2 × 106 copies/μl;
3, 2 × 105 copies/μl; 4, 2 × 104 copies/μl; 5, 2 × 103 copies/μl; 6, 2 × 102
copies/μl; 7, 2 × 101 copies/μl; 8, 2 × 100 copies/μl; 9, Negative control
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Methods
Ethics statement
None of the experiments in our study involved human
participants.
Virus
The DNAs of ALV-A (RAV-1), ALV-B (RAV-2), ALV-E
(RAV-0), ALV-J (HPRS-103), avian reticuloendothe-
liosisvirus (REV), infectious laryngotracheitis virus (ILTV)
and Marek’s disease virus (MDV) were obtained from
the Harbin Veterinary Research Institute of Chinese
Academy of Agricultural Sciences, which identified
and ensured that they contained no other virus by
classical PCR methods. Then, the viruses were stored
at the Institute for Poultry Science and Health, Guangxi
University.
Clinical samples and treatment
A total of 81 clinical samples including livers and
spleens of suspected ALV infected birds, including those
showing hemangioma on the skin, were collected from
each sampling sites (commercial chicken farms in
Nanning, Yulin, Qinzhou, Baise and Liuzhou in Guangxi,
China). Tissue samples were homogenized in phosphate
buffered saline (PBS) containing a mix of the antibiotics
penicillin and streptomycin, then centrifuged at 4 °C
for 5 min at 6,000 × g. An aliquot of the supernatant
was used to extract proviral DNA which was utilized
as a template for the LAMP assay and routine PCR
detection.
The samples’ supernatant was filtrated through 0.22 μm
filters and inoculated into DF-1 cell cultures, which
were plated with DMEM (GIBCO, NY) containing
10 % fetal bovine serum. Then incubation for 2 h, the
cells were overlaid with 1 % fetal bovine serum and
cultured in a 5 % CO2 atmosphere at 37 °C for 7 days.
The cell culture supernatants were collected and used
to detect p27 antigen through a commercial ELISA
kit (IDEXX USA Inc., Beijing, China).
DNA extraction
DNA was extracted from the clinical tissue samples
using a UniversalGen DNA kit (CWBIO, Beijing, China),
according to the manufacturer’s operation manual.
These DNA extractions were stored at -20 °C utilized as
a template for the LAMP assay and routine PCR
detection.
Conventional PCR
PCR assay for ALV-J detection was carried out with the
subgroup-specific primers H5:H7(ALV-J) described by
Smith et al [30]. The PCR primer sets for subgroups A,
B, E are designated as H5: Cap A (ALV-A), H5: Cap B
(ALV-B), H5: AD1 (ALV-E) , described by Zavala et al
[31]. All PCR reactions were performed in accordance to
the methods described for detection of ALV [31]. The
PCR products were visualized in a 1.5 % agarose gel with
ethidium bromide.
LAMP primer designs
LAMP assay primers were designed using Primer Ex-
plorer V4 software (Eiken Chemical Co., Ltd., Tokyo,
Japan) to specific amplified pol gene fragments of ALV-
A, ALV-B and ALV-J, based on the region of the pol
gene, which was conserved across ALV-A, ALV-B, ALV-
E, and ALV-J and which would effectively avoid amplifi-
cation of the EAV-HP family [30]. Before designing the
specific primers, we compared the sequence identity of
different ALV strains available in the GenBank and
found conserved regions with more than 98 % accuracy.
We then used BLAST analysis to check the specificity of
the primers. Results showed that the primer bases were
a good match for the ALV pol sequence, but not for
other viruses. Then, the primers were synthesized by
Guangzhou Invitrogen Co., Ltd. Outer primers were
named F3 and B3, inner primers were named FIP and
BIP (Table 3). The schematic diagram shows the location
of each primer (Fig. 6); LAMP primers are indicated by
arrows.
Table 3 LAMP primers sequence
Primer Sequence (5’-3’) Genome position
F3 TGATTTGGGGGCAAGTGTAC 4148-4167
B3 ATGACTCCGCACGTGGAG 4356-4373
FIP = F2+ F1c CTACATTAGTGGGCGCTGTCGG-AACAACTGGAAGCACGCG F2, 4168-4185 F1c, 4212-4233
BIP = B2 + B1c TCAAGATGGGACAGGAGGGAGT-TTTGGCTTAACGCATCCTCT B2, 4316-4335 B1c, 4267-4288
Table 2 Sensitivity, specificity, positive predictive value and
negative predictive value for the comparison between p27





p27 assay 76.8 % 90.3 % 94.6 % 63.6 %
LAMP assay 100 % 73.7 % 84.1 % 100 %
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LAMP assay
The LAMP reactions were carried out in 25 μl reaction
mixture (DNA Amplification Kit; EIKEN CHEMICAL
CO., LTD, Tochigi, Japan) containing the following re-
agents (final concentration):20 mM Tris-HCl (pH = 8.8),
10 mM KCl , 10 mM (NH4)2SO4, 0.1 % Tween20, 0.8 M
betaine, 8 mM MgSO4, 1.4 mM dNTP each and 8U Bst
DNA polymerase. The amount of primer needed for one
reaction was 40 pmol for FIP and BIP, and 5 pmol for F3
and B3. Finally, an appropriate amount of template gen-
omic DNA was added to the reaction tube. The reaction
was carried out and monitored at 63 °C in a Loopamp
real-time turbidimeter(LA320-C, Eiken Chemical Co.,
Ltd., Tokyo, Japan).
Competing interests
The authors declare that they have no competing interests.
Authors’ contributions
HP designed the study and wrote the paper. HP and QL designed the
Oligonucleotide primer, BY and WP collected the clinical samples, ZG and YY
prepared the DNA samples, ZX and JL analyzed the data, PW revised the
manuscript critically. All of the authors read and approved the final version
of this manuscript.
Acknowledgements
The manscript was kindly reviewed by Dr. Richard Roberts, Aurora,
CO 80014, USA. This study was funded by grants from the National
Eradication Program for AL (No. 201203055), the Guangxi Science and
Technology Plan Project (No. 123007-4) and the Guangxi Program for
Modern Agriculture Industry Technical System Construction-Chicken
Industry (nycytxgxcxtd-04-20-2).
Author details
1Institute for Poultry Science and Health, Guangxi University, Nanning
530004, China. 2Guangxi Key Laboratory of Animal Vaccines and Diagnostics,
Guangxi Veterinary Research Institute, 51 Youai Bei Road, Nanning 530001,
China.
Received: 27 June 2015 Accepted: 17 November 2015
References
1. Li X, Dong X, Sun X, Li W, Zhao P, Cui Z, et al. Preparation and
immunoprotection of subgroup B avian leukosis virus inactivated vaccine.
Vaccine. 2013;31:5479–85.
2. Salter DW, Crittenden LB. Artificial insertion of a dominant gene for
resistance to avian leukosis virus into the germ line of the chicken. Theor
Appl Genet. 1989;77:457–61.
3. Cheng Z, Liu J, Cui Z, Zhang L. Tumors associated with avian leukosis virus
subgroup J in layer hens during 2007 to 2009 in China. J Vet Med Sci.
2010;72:1027–33.
4. Xu B, Dong W, Yu C, He Z, Lv Y, Sun Y, et al. Occurrence of avian leukosis
virus subgroup J in commercial layer flocks in China. Avian Pathol.
2004;33:13–7.
5. Sun S, Cui Z. Epidemiological and pathological studies of subgroup J avian
leukosis virus infectious in Chinese local “yellow” chicken. Avian Pathol.
2007;36:221–6.
6. Hatai H, Ochiai K, Tomioka Y, Toyoda T, Hayashi K, Anada M, et al. Nested
polymerase chain reaction for detection of the avian leukosis virus causing
so-called fowl glima. Avian Pathol. 2005;34:473–9.
7. de Franchis R, Cross NC, Foulkes NS, Cox TM. A potent inhibitor of Taq
polymerase copurifies with human genomic DNA. Nucleic Acids Res.
1988;16:10355.
8. Crittenden LB, Smith EJ. A comparison of test materials for differentiating
avian leukosis virus group-specific antigens of exogenous and endogenous
origin. Avian Dis. 1984;28:1057–70.
9. Notomi T, Okayama H, Masubuchi H, Yonekawa T, Watanabe K, Amino N, et al.
Loop-mediated isothermal amplification of DNA. Nucleic Acids Res. 2000;28:e63.
10. Mori Y, Nagamine K, Tomita N, Notomi T. Detection of loop-mediated
isothermal amplification reaction by turbidity derived from magnesium
pyrophosphate formation. Biochem Biophys Res Commun. 2001;289:150–4.
11. Okafuji T, Yoshida N, Fujino M, Motegi Y, Ihara T, Ota Y, et al. Rapid diagnostic
method for detection of mumps virus genome by loop-mediated isothermal
amplification. J Clin Microbiol. 2005;43:1625–31.
12. Poon LL, Leung CS, Tashiro M, Chan KH, Wong BW, Yuen KY, et al. Rapid
detection of the severe acute respiratory syndrome (SARS) corona virus by a
loop-mediated isothermal amplification assay. Clin Chem. 2004;50:1050–99.
13. Chen H, Zhang J, Sun D, Ma L, Liu X, Cai X, et al. Development of reverse
transcription loop-mediated isothermal amplification for rapid detection of
H9 avian influenza virus. J Virol Methods. 2008;151:200–3.
14. Wang Y, Yuan X, Li Y, Yu K, Yang J, Xu H, et al. Rapid detection of newly
isolated Tembusu-related Flavivirus by reverse-transcription loop-mediated
isothermal amplification assay. Virol J. 2011;8:553.
15. Hara-Kudo Y, Yoshino M, Kojima T, Ikedo M. Loop-mediated isothermal
amplification for the rapid detection of Salmonella. FEMS Microbiol Lett.
2005;253:155–61.
16. Yeh HY, Shoemaker CA, Klesius PH. Evaluation of a loop-mediated
isothermal amplification method for rapid detection of channel fish
Ictalurus punctatus important bacterial pathogen Edwardsiella ictaluri.
J Microbiol Methods. 2005;63:36–44.
17. Ohtsuka K, Yanagawa K, Takatori K, Hara-Kudo Y. Detection of Salmonella
enterican naturally contaminated liquid eggs by loop-mediated isothermal
amplification, and characterization of Salmonella isolates. Appl Environ
Microbiol. 2005;71:6730–5.
18. Chen R, Tong Q, Zhang Y, Lou D, Kong Q, Lv S, et al. Loop-mediated
isothermal amplification: rapid detection of Angiostrongylus cantonensis
infection in Pomacea canaliculata. Parasit Vectors. 2011;4:204.
19. Hirayama H, Kageyama S, Takahashi Y, Moriyasu S, Sawai K, Onoe S, et al.
Rapid sexing of water buffalo (Bubalus bubalis) embryos using loop-mediated
isothermal amplification. Theriogenology. 2006;6:1249–56.
20. Zhang X, Liao M, Jiao P, Luo K, Zhang H, Ren T, et al. Development of a
loop-mediated Isothermal amplification assay for rapid detection of
subgroup J avian leukosis virus. J Clin Microbiol. 2010;48:2116–21.
Fig. 6 LAMP primers. The primers are indicated by arrows. Two inner
primers (FIP and BIP) and outer primers (F3 and B3) are used in the
LAMP method. FIP (BIP) is a hybrid primer consisting of the F1c (B1c)
sequence and the F2 (B2) sequence. As represents a complementary
sequence, the F1c (B1c) sequence is complementary to the F1 (B1)
sequence. The regions which forms key loop structure in LAMP assay
are also indicated
Peng et al. Virology Journal  (2015) 12:195 Page 7 of 8
21. Yu X, Shi L, Lv X, Yao W, Cao M, Yu H, et al. Development of a real-time
reverse transcription loop-mediated isothermal amplification for the rapid
detection of porcine epidemic diarrhea virus. Virol J. 2015;12:76.
22. Lamien CE, Lelenta M, Goger W, Silber R, Tuppurainen E, Matijevic M, et al.
Real time PCR method for simultaneous detection, quantitation and
differentiation of capripoxviruses. J Virol Methods. 2011;171:134–40.
23. Gao Y, Yun B, Qin L, Pan W, Qu Y, Liu Z, et al. Molecular epidemiology of
avian leucosis virus subgroup J in layer flocks in China. J Clin Microbiol.
2012;50:953–60.
24. Jiang L, Zeng X, Hua Y, Gao Q, Fan Z, Chai H, et al. Genetic diversity and
phylogenetic analysis of glycoprotein gp85 of avian leukosis virus subgroup
J wild-bird isolates from Northeast China. Arch Virol. 2014;7:1821-6.
25. Li D, Qin L, Gao H, Yang B, Liu W, Qi X, et al. Avian leukosis virus subgroup
A and B infection in wild birds of Northeast China. Vet Microbiol. 2013;163:
257-63.
26. Cui Z, Du Y, Zhang Z, Silva RF. Comparison of Chinese field strains of avian
leukosis subgroup J viruses with prototype strain HPRS-103 and United
States strains. Avian Dis. 2003;47:1321–30.
27. Smith LM, Brown SR, Howes K, McLeod S, Arshad SS, Barron GS, et al.
Development and application of polymerase chain reaction (PCR) tests for
the detection of subgroup J avian leukosis virus. Virus Res. 1998;54:87–98.
28. Qin L, Gao Y, Ni W, Sun M, Wang Y, Yin C, et al. Development and
application of real-time PCR for detection of subgroup J avian leukosis virus.
J Clin Microbiol. 2013;51:149–54.
29. Kuboki N, Inoue N, Sakurai T, Cello FD, Grab DJ, Suzuki H, et al. Loop-mediated
isothermal amplification for detection of African trypanosomes. J Clin
Microbiol. 2003;41:5517–24.
30. Cui Z, Sun S, Zhang Z, Meng S. Simultaneous endemic infections with
subgroup J avian leukosis virus and reticuloendotheliosis virus in
commercial and local breeds of chickens. Avian Pathol. 2009;38(6):443-8.
31. Zavala G, Cheng S. Detection and characterization of avian leukosis virus in
Marek’s disease vaccines. Avian Dis. 2006;50:209–15.
•  We accept pre-submission inquiries 
•  Our selector tool helps you to find the most relevant journal
•  We provide round the clock customer support 
•  Convenient online submission
•  Thorough peer review
•  Inclusion in PubMed and all major indexing services 
•  Maximum visibility for your research
Submit your manuscript at
www.biomedcentral.com/submit
Submit your next manuscript to BioMed Central 
and we will help you at every step:
Peng et al. Virology Journal  (2015) 12:195 Page 8 of 8
